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have USFDA certificates and
should be supplied together
from the same country where
the goods have been
manufactured.
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High frequency X-ray Dry Laser Printer: 01 Dry Prmter with daylight
Machine 500 mA d loading: 01
7.4 All the units of DR should All the units of DR should

have USFDA certificates and
should be supplied together
from the same country where
the goods have been
manufactured except for
printer and printer
accessories.




